Medical Devices; general and plastic surgery devices; classification of contact cooling system for aesthetic use. Final rule.
The Food and Drug Administration (FDA) is classifying the contact cooling system for aesthetic use into class II (special controls). The special control that will apply to the device is the guidance document entitled "Guidance for Industry and FDA Staff; Class II Special Controls Guidance Document: Contact Cooling System for Aesthetic Use." The Agency is classifying the device into class II (special controls) in order to provide reasonable assurance of safety and effectiveness of the device. Elsewhere in this issue of the Federal Register, FDA is announcing the availability of a guidance document that will serve as the special control for this device type.